Needle-free injection into skin and soft matter with highly focused microjets 
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The development of needle-free drug injection systems is of great importance to global healthcare. 
However, in spite of its great potential and research history over many decades, these systems are not 
commonly used. One of the main problems is that existing methods use diffusive jets, which result 
in scattered penetration and severe deceleration of the jets, causing frequent pain and insufficient 
penetration. Another longstanding challenge is the development of accurate small volume injections. 
In this paper we employ a novel method of needle- free drug injection, using highly-focused high speed 
microjets, which aims to solve these challenges. We experimentally demonstrate that these unique 
jets are able to penetrate human skin: the focused nature of these microjets creates an injection spot 
smaller than a mosquito's proboscis and guarantees a high percentage of the liquid being injected. 
The liquid substances can be delivered to a much larger depth than conventional methods, and 
create a well-controlled dispersion pattern. Thanks to the excellent controllability of the microjet, 
small volume injections become feasible. Furthermore, the penetration dynamics is studied through 
experiments performed on gelatin mixtures (human soft tissue equivalent) and human skin, agreeing 
well with a viscous stress model which we develop. This model predicts the depth of the penetration 
into both human skin and soft tissue. The results presented here take needle- free injections a step 
closer to widespread use. 

I. INTRODUCTION 

The development of needle- free drug injection systems is an essential part of the global fight against the spread of 
disease p~H3]. Contamination, needle-stick injuries [3], painful injections, and needle phobia [5] are issues related to 
traditional syringe injections with needles that demand attention. Needle-free injections systems offer the prospect of 
resolving these problems [6]. Previous studies have explored the possibilities of needle-free injections, but important 
limitations still need to be addressed [7HT2]. 

The main issue that is limiting applicability is the shape of the jets produced by the current systems. These devices 
create diffusive jets, leading to a large dispersion pattern and unreliable penetration. This in turn creates problems 
for patients, in the form of frequent bruising and pain [10]. Another problem of conventional methods is that due to 
the small size of the nozzle diameter, it can easily get clogged, causing disruptions to controllability. 

Very recently, we have managed to generate thin, focused microjets with velocities of up to 850 m/s by the rapid 
vaporization of a small mass of liquid in an open liquid- filled capillary as reported in [13]. Our novel method of jet 
creation addresses the issues mentioned above. Ultra- high velocities (more than 200 m/s) combined with a highly- 
focused geometry enable one-shot penetration to the desired area and good controllability. The forces exerted on the 
liquid that is delivered in this way cause minor damage to the medicine that is contained in it [13] . Due to the fine 
scale of the jet tip (30 fim) combined with the high velocities, we can easily adjust the penetration depth according 
to the requirements. This makes drug delivery efficient and as painless as possible. 

In this article we study the penetration dynamics of these highly focused microjets into gelatin mixtures and 
artificially grown human skin using high-speed imaging. We investigate the penetration depth as a function of the jet 
velocity and the capillary tube diameter. The understanding of these dynamics will provide essential insight for the 
development of needle- free injection devices. 

II. RESULTS AND DISCUSSION 
A. Injection into gelatin 

In order to study the penetration of these microjets, we used gelatin 5 wt% as a model material. This percentage 
simulates the properties of soft tissue in the human body [8]. Figure [I] provides the first observation of the temporal 
evolution of the jet penetration. This visualization is of utmost importance for studying the interaction of the microjet 
and the human body. 

As illustrated in figure [T] the sharp tip of the microjet reaches the material first. The diameter of this tip creates an 
injection spot ~ 30 /im, smaller than a mosquito's proboscis. This thin part of the jet starts digging a hole into the 



2 



material. Thanks to the highly focused geometry, there is no splashing around the penetration spot, which is crucial 
for medical applications. This is clearly indicated in figure [I] for the snapshots covering 30 - 100 fis. The snapshot at 
100 /is shows a well-controlled dispersion pattern. The width of the hole remains as small as the jet diameter. This 
is in sharp contrast to the existing methods using diffusive jets, which result in scattered penetration. The low-speed 
thick part of the jet utilizes the entry point created by the thin jet and is efficiently deposited into the material. The 
penetration of the tip stops at about 300 fis while the thick jet part continues to make its way to the deepest part 
of the hole. At the final snapshot (1.1 ms) almost all volume of the jet released by the capillary tube is deposited 
into the soft material. The ultrafast jet tip guarantees a high percentage of the liquid being injected as illustrated in 
figure [I] The entire process is finished after 1.1 ms. 

Figure [3] shows the penetration depth of the microjet generated in a 200 /im tube into gelatin 5 wt% as a function of 
the jet velocity. This penetration is created by a single shot. The depth linearly increases with the jet velocity, covering 
depths from several hundred microns at low jet speed to ~1.5 millimeter when the jet velocity approaches ~250 m/s. 
This highlights the versatility of this method, making it adjustable to different skin-properties (e.g. children/adults, 
different skin types) and to a broad range of medical applications (e.g. insulin injection [15J[T6], vaccinations [T7HT9] . 
or medical tattoos). 

To get a quantitative understanding, we compare the present results with various models. A model proposed by 
Baxter et al. pj] is fitted to this experimental data and presented in the figure. The agreement in the low velocity 
region is fair. However, this model shows a saturation of the penetration depth for velocities above 200 m/s. In our 
experiments we did not observe this trend as can be seen in figure [3] The difference is likely due to the shape of the 
jet created using our novel method. The jet shape created by conventional methods using syringe-piston system (e.g. 
[7||8j[TT]) is diffusive. This shape leads to severe deceleration with jet travel distance (especially for high velocities), 
which is considered in the model by Baxter et al. [IT] , resulting in shallow penetration. On the other hand, the highly 
focused jets in our experiments do not experience this significant deceleration. 

To address this discrepancy we consider the relation between initial impact velocity of the jet and the drag force. 
We observe that the gelatin does not show much deformation and the jet penetrates into gelatin with cylindrical shape 
(see the snapshots at 100 /is in figure [I]). We model this phenomena as a cylindrical microjet, normal to the gelatin 
surface. It creates a cylindrical 'crack' inside the gelatin, which keeps the same circular projection area independent 
of the depth. Figure [2] shows the schematic sketch of this model. The drag forces on the jet are the viscous shear 
stress at the jet-gelatin interface and the repulsive force on the area of the cross-section of the jet. We consider two 
basic force models, representing these two different cases: A viscous stress model and a repulsive force model. 

We first introduce the viscous stress model. The viscous shear stress r w at the wall is iidu/dr, where \i is the 
dynamic viscosity of the liquid, u is the liquid velocity component in the direction parallel to the wall, and r is the 
normal position to the wall. In the present case, the velocity scale and the length scale for r w are v and D, respectively. 
In the viscous regime the relationship between the velocity and the drag force per unit mass is: 

Fd = -c v • v, (1) 

where c v is a fitting parameter with the units of inverse time. It is known that gentle deposition (small impact 
velocity) into the soft matter gives no penetration. The penetration starts when the impact velocity Vj et exceeds a 
critical velocity v c . For Vj et > v c the final penetration depth D p is given by: 

Dp = —(v jet - v c ). (2) 

Cy 

The other model considers a repulsive force acting on the jet. The repulsive force is modeled as being proportional 
to the inert ial force of the jet (~ pv 2 ). In this inert ial regime, the relationship between the velocity and the drag force 
per unit mass is given by: 

F D = - Ci -v 2 , (3) 

where C{ is a fitting parameter with dimensions of inverse length. Including the offset due to the critical velocity, we 
obtain the final penetration depth D p as: 

Dp =I,„(^-l). (4) 

Both models are compared with the experimental results in figure [3J It shows that the viscous stress model gives 
the best agreement, indicating that the jet likely experiences shear stress in the material. This model gives predictive 
power to our novel method, enabling us to link the physical parameters of our lab experiments to real world medical 
applications. 
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FIG. 1: Snapshots of the jet penetration into gelatin. The laser is shot at fis and the subsequent images show the jet injection 
process at the designated times. The jet is created in a 500/xm tube. 

Figure [4] shows the penetration depth for the jets created in tubes with three different diameters. As discussed 
in [13], tubes with larger diameters result in jets with larger diameters. At the same time, the penetration depth 
increases with the diameter of the jet. For the 500 fim tube case, the jet can penetrate up to ~ 5 mm in a single shot, 
something that has never been achieved so far. For the 100 /im tube case, the jet penetrates 0.5 mm at a velocity of 
320 m/s, close to sonic speed. Thanks to the large velocity range of our jets, we can achieve the same penetration 
depth by using different tube diameters, which enables us to control the injection volume with nano-liter precision. 

All data sets show a linear relation between the penetration depth and the jet velocity. Remarkably the viscous 
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FIG. 2: The schematic sketch of the forces acting on the jet. The jet shown by the blue color region is penetrating into the 
gelatin. The viscous shear stress r acts at the interface between liquid and gelatin due to the shear flow inside the jet. The 
repulsive force acts vertically on the projection area of the jet shown by the dashed closed line. 
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FIG. 3: Injection depth as a function of the jet velocity. Green triangles show the experimental results for the 200 /xm tube. 
The depth increases with the jet velocity and no saturation tendency is observed. For comparison, the gray thin line shows the 
Baxter model, the blue dashed line is the repulsive force model, and the black thick line is the viscous stress model with same 
offset. The experimental results agree well with this latter model. 

stress model (equation [2| discussed above holds for all cases. We will now try to calculate the parameter c v in 
equation Q from the jet geometry: We approximate the jet shape by a cylinder, whose mass rrij = 7rpD 2 //4, where 
I is the length of the jet cylinder. The total viscous stress on the jet is F v = J dA rdA, where A is the area on which 
the viscous shear stress acts. The elongated shape of the jet, i.e. the aspect ratio D/l <C 1 allows us to approximate 
A « ttDI, leading to F v ~ fivl. Thus we obtain equation §\j Fjj ~ c v • v with c v ex D~ 2 , meaning that c v quadratically 
decreases with increasing D. The experimental values c v for each tube jet are shown in the inset in the figure [4] 
Indeed, larger values for c v are found for smaller D. Assuming a power low c v cx D a we obtain from the experimental 
results a = -1.35 ±0.48, slightly larger than the model result a — -2. 

We also experimentally measure the time evolution of the penetration depth and compare it with the viscous stress 
model. The model leads to an exponential temporal evolution of the penetration depth D p (t), 



D p (t) 



Vjet 



(5) 



The viscous stress model shows an agreement with the measurement within error bars as shown in figure |5| This 
result provides additional support in favor of the viscous stress model for gelatin. 
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FIG. 4: Injection depth as a function of the jet velocity for different capillary tube diameters. The data for each capillary tube 
are fitted by the viscous stress model, shown by the dashed line. The fitted slope c v is plotted as a function of the capillary 
size in the inset. The data can be represented by c v oc /)- 1 - 35±0 - 48 5 shown as the black dash-dotted line in the inset. 
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FIG. 5: The time evolution of the penetration depth D p . The blue markers show the experimental results for the jet of Vj e t 
= 120 m/s for the 500 /am tube. The red thick line shows the penetration depth from equation |5]) with c v obtained by fitting 
the model by equation Q to all data for the 500 fim tube shown in figure [4] 



B. Injection into artificially grown human skin 



In order to mimic the real human body, we have used artificially grown human skin placed on top of the gelatin 5 
wt% as a target material for our jets. Figure [6] shows snapshots of the jet penetrating into this material comprising 
of both the skin and the gelatin. The tip of the jet is observed for the first time in the gelatin at 46 /is. At this 
point, it is clear that the jet is able to penetrate human skin. After this stage, the penetration dynamics are similar 
to those in the gelatin case shown in figure [IJ The jet is still focused even though the jet has to penetrate through 
the additional barrier of skin. 

Figure u[b) shows the penetration depth (D p ) into the gelatin through the skin as a function of the initial impact 
velocity (Vjet) of the jet. Note that the data only represent the penetration depth (D p ) into the gelatin, excluding 
the skin thickness (l s ) as indicated in figure [7^ a) . The threshold velocity for penetrating through the skin is found 
to be 80 m/s. Even after the jet has penetrated an additional barrier in the form of human skin, the depth depends 
linearly on the initial velocity {Vjet)- This suggests an excellent controllability of this system, which is crucial for 
medical applications. As seen in figure [7^b), the jet can penetrate more than a millimeter into the soft tissues (gelatin 
in the present case), after passing through the skin barrier. This depth is sufficient for most medical applications, e.g. 
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FIG. 6: Time evolution of the jet penetration into human skin placed on gelatin. After the second snapshot, the time interval 
for each image is 10 {is. The laser is shot at {is. The jet impact velocity is 160 m/s. Note that the dark region of the skin in 
the images is thicker than the actual thickness of the skin, as the skin curls up on the sides of the cuvette. 
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FIG. 7: (a) A sketch for the jet penetration into the gelatin covered with the artificially grown human skin layer (the thickness 
l s = 700 /xm). At t = to the jet impacts the skin layer with the velocity Vjet- At t = t\ the jet goes through the skin layer and 
start penetrating the gelatin with the velocity V sg . At t = £2 the jet stops at the final depth D p . (b) Diamonds: the final depth 
Dp into gelatin with the skin layer as a function of the jet velocity. The dashed line: the case for gelatin without skin attached. 
The blue thick line: the results of the model represented by equation |8j). (c) The velocity reduction AV due to the skin layer 
vs. the impact velocity. The dark green line: the viscous stress model for the skin, and the blue thick line: the repulsive force 
model (equation |7|)). 



insulin injection or vaccinations. When compared to the pure gelatin case (dashed line in figure |7[b)), the penetration 
depth is of course smaller with the skin layer being present. The skin decelerates the jet until complete penetration 
through itself (at t = t\ as shown in figure [TJa)), after which the jet penetrates the gelatin until complete stoppage 
(at t = £2)- For the latter process we again adopt the viscous drag model, but with a reduced velocity v sg due to the 
additional barrier of the skin (as shown in figure [7ta)). The velocity reduction by the skin layer is 



AV = V jet - V 



(6) 
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which, as indicated in figure [7[b), is equivalent to the horizontal offset between the line for the pure gelatin and the 
measured data with the skin layer being present. Figure [TJc) shows this velocity reduction (AV) as a function of the 
impact velocity (Vj et ). 

We evaluate the velocity reduction by considering the drag of the skin layer again with two different models: the 
viscous stress model and the repulsive force model. The viscous stress model for the skin layer leads to a constant 
velocity reduction for a given skin thickness (see equation^. However, the experimental results show a different trend 
in figure (7^c). Hence, we model the skin layer with a repulsive force (see equation |3|, and the corresponding velocity 
reduction is 

AV = v jet ~ (vjet ~ v s )e~ Ci > sls , (7) 

with two fitting parameters: q ?s and v 3 , and the skin thickness l s = 700 /xm. Figure J7^c) reveals that the model 
described by equation Q with Ci jS = 1.0- 10 3 m _1 and v s = 51.5 m/s shows a good agreement with the experiments, 
suggesting that the jet experiences the repulsive force in the skin layer. This is probably due to the increased hardness 
of the skin compared to that of gelatin. The final penetration depth inside the gelatin can be therefore obtained as 

D p = —((vjet - v s )e~ Ci ' sls - v c ), (8) 

Cy 

which is plotted as the thick line in figure (7^b). The excellent agreement suggests that the model (equation (|8|) 
combining the repulsive force for the skin layer and the viscous drag for the gelatin, nicely describes the depth of the 
jet penetration. This model is thus suited to quantitatively describe the penetration of high-speed jets into human 
skin enclosing soft tissue. 

In this study we have shown that a novel method for needle-free injections can resolve many of the longstanding 
issues that have prevented largescale adaptation of needle-free injection systems. We show that a highly- focused 
geometry of the jets and a wide range of velocities is essential for good controllability, versatility, and effectiveness 
of needle-free injection systems. We also model the penetration of the jet into soft matter and human skin enclosing 
soft tissue. The results presented here take needle-free injections a step closer to widespread use. 

Materials 
1. Microjet Generation 

The highly focused high-speed micro jets are generated by focusing a laser pulse into a small capillary tube filled 
with water-based red dye. This leads to the abrupt vaporization of a small mass of liquid [20 j. The vaporization 
causes a shock wave to travel through the liquid and impulsively accelerate the curved liquid interface due to 
kinematic focusing. The capillary tube is connected to a syringe through micro tubing and the dye is pumped into 
the capillary tube using a syringe pump. The characteristics of this jet, such as velocity and width, can be controlled 
by varying the laser power, the distance between the laser focus and the free surface, the liquid-glass contact angle, 
and the diameter of the tube [13] . 



2. Injection Into Gelatin 

Gelatin mixtures were used to study the injection into solid substrates. The gelatin was prepared a few hours 
before the experiments by dissolving 5 weight % of gelatin in MilliQ water. After dissolving the gelatin, the mixture 
was poured into small 1 cmxl cm cuvettes and put in the fridge (4 °C) for an hour. Penetration dynamics were filmed 
using high-speed cameras with frame rates up to 10 6 fps (HPV-1, Shimadzu Corporation, Japan, and FASTCAM 
SAX, Photron, USA). 



3. Penetration Across Human Skin In Vitro 

The artificial skin was cultured by the Department of Dermatology of the Leiden University Medical Center. The 
Leiden Human Epidermal (LHE) skin model used in this study has been fully characterized and shows very high 
similarities with native skin [21]. The LHE represents a full-thickness model (epidermis generated onto a dermal 
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matrix). The skin was supplied in patches of 2.4 cm in diameter and was kept in an incubator prior to experiments. 
For the penetration experiments, the skin layers were placed on top of the gelatin mixtures in the small cuvettes. 
Penetration dynamics were filmed using high-speed cameras (HPV-1, Shimadzu Corporation, Japan, and FASTCAM 
SAX, Photron, USA). 



4. Velocity and Depth Measurement 

High-speed cameras (HPV-1, Shimadzu Corporation, Japan, and FASTCAM SAX, Photron, USA) were used to 
record the injection process. The velocity and depth were determined from these high-speed recordings. 
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